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ABSTRACT 

This  report  describes  some  of  the  advances  in  the  design  and  perform¬ 
ance  of  stable  gas  lasers.  The  construction  and  output  characteristics 
of  highly  reproducible,  stable,  selectable  single  transition  grating- 
controlled  CO2  and  CO  lasers  are  described.  Experiments  on  short-term 
stability,  standing  wave  saturation  resonances,  pressure  and  power 
broadening,  pressure  shift  and  long-term  stabilization  of  C02  lasers 
are  discussed. 
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DESIGNS  AND  EXPERIMENTS  RELATING  TO  STABLE  GAS  LASERS 


INTRODUCTION 


(1) 


This  paper  describes  soma  of  the  advances  achieved  at  the  M.I.T. 

(2) 

Lincoln  Laboratory  in  the  design,  short-term  stability  and  long-term 

stabilization  of  CO^  lasers.  More  recently,  slightly  modified  versions  of 

(3  4) 

the  same  designs  have  been  utilized  in  sealed-off  CO  laser  experiments.  ’ 

Also,  these  lasers  have  been  successfully  duplicated  in  a  number  of  other 
laboratories  with  excellent  results. 

The  lasers  described  in  this  paper  were  intended  for  applications  in 
high  resolution  optical  radar ^  and  coherent  detection  at  infrared  wave¬ 
lengths^.  Therefore,  short-term  stability  in  a  typical  laboratory  environ¬ 
ment  was  of  primary  importance  in  the  design  of  these  lasers.  Utmost  coherence 
was  desired  for  observation  times  ranging  from  about  a  millisecond  to  several 
seconds.  The  r.f.  power  spectral  density  of  the  signal  obtained  by  hetero¬ 
dyning  two  lasers  were  utilized  as  a  convenient  and  meaningful  measure  of 
stability. 

Experiments  leading  to  long-term  stabilization  of  CO^  lasers  by  uti¬ 
lizing  the  standing  wave  saturation  resonance  technique ^  originally 

suggested  by  A.  Javan  are  also  described;  the  preliminary  results  obtained 

(8) 

in  these  measurements'  may  be  improved  by  orders  of  magnitude  with  the  use 
of  more  sophisticated  experimental  arrangements. 
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II.  LASER  DESIGN 
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The  short-term  stability  of  single-frequency  CC>2  lasers,  together  with 

the  design  and  performance  of  earlier  models  of  our  stable  lasers,  have  been 

(2) 

previously  described  .  This  paper  will  present  hitherto  unpublished  details 
on  our  newer  lasers,  and  some  recent  experiments  performed  with  them. 

Figure  1  shows  the  basic  laser  structure  used  during  the  last  four 
years  in  our  Laboratories.  In  order  to  achieve  maximum  open  loop  stability, 
a  very  rigid  optical  cavity,  utilizing  stable  materials  was  chosen.  Four 
thermally,  magnetically,  and  acoustically  shielded  low  expansion  special 
invar  alloy  rods  define  the  mirror  spacing  of  the  optical  cavity.  The 
mirrors  are  internal  to  the  vacuum  envelope,  and  are  rigidly  attached  to  the 
composite  granite  and  stainless  steel  mirror  holders  bolted  to  the  four  invar 
rods.  In  spite  of  the  rigid  structure,  the  laser  design  is  entirely  modular, 
and  can  be  rapidly  disassembled  and  reassembled;  mirrors  may  be  rapidly 
interchanged,  and  mirror  holders  can  be  replaced  by  mirrors  mounted  on 
mechanical  or  piezoelectric  tuners. 

The  relatively  low  voltage  piezoelectric  tuners  have  been  designed 
to  be  usable  within  the  vacuum  envelope  without  causing  voltage  breakdown  of 
the  surrounding  gas  fill.  Thus  frequency  tuning  and  modulation  are  accom¬ 
plished  while  avoiding  the  problems  experienced  with  the  less  stable 
Brewster-angle  laser  designs. 

The  direction  of  (the  linear)  polarization  may  be  pre-selected  by  a 
grille  within  the  optical  cavity.  The  grille  consists  of  three  2.5  micro¬ 
meter  diameter  wires.  Figure  2  is  a  photograph  of  a  polarization  selecting 
mode-limiting  iris  utilized  on  these  lasers.  The' use  of  these  wire  polarizers 
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has  not  resulted  in  any  measurable  decrease  of  power  output  and  stability. 

A  number  of  grating-controlled  lasers  have  been  designed,  constructed. 
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and  tested.  In  these  lasers,  a  diffraction  grating  is  substituted  for  one 
of  the  mirrors.  This  design  feature  enables  the  laser  to  operate  in  any 
preselected,  single  vibrational-rotational  transition.  Line  competition  is 
generally  sufficient  to  produce  single  frequency  output  in  the  higher-gain 
CO 2  transitions  even  with  a  standard  two  mirror  optical  cavity.  However, 
the  use  of  frequency  dispersive  element (s)  is  necessary  to  insure  single 
frequency  operation  in  the  low-gain  transitions.  On  the  other  hand,  the 
cascade  nature  of  the  CO  molecule's  vibrational  level  structure,  necessitates 


a 


the  use  of  frequency  dispersive  optical  cavities  at  all  times  when  single 
transition  CO  laser  outnut  is  required. 

Experimental  evaluation  of  several  of  these  grating-controlled  lasers 

with  a  150  cm  semiconfocal  cavity  configuration  have  been  performed.  The 

output  characteristics  of  these  lasers  were  found  to  be  highly  reproducible 

both  from  one  laser  to  another,  and  also  as  a  function  of  time  (over  several 

months)  in  any  one  of  the  lasers  tested  to  date.  The  resettability  of  the 

grating  control  mechanism  exceeded  all  expectations.  It  was  found  that  any 

one  of  the  laser  lines  could  be  preset  without  the  use  of  an  auxiliary 

spectrometer,  and  the  rms  error  in  resettability  was  about  0.1  cm  It 

should  be  noted  that  0.1  cm  *  corresponds  to  a  grating  position  error  of  less 

than  5  arc  seconds  in  the  present  design.  Figure  3  is  a  photograph  of  a 

grating-controlled  laser.  These  grating  controlled  lasers  have  been  put  to 

extensive  use  for  the  measurement  of  velocity  cross  relaxation  rates  among 

(9) 

the  vibrational-rotational  levels  of  the  CO^  laser  system  . 
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More  recently,  grating-controlled  lasers  have  been  used  almost  exclu¬ 
sively  in  many  CO  laser  experiments.  The  CO  molecular  system  offers  hundreds 
of  lasing  transitions  from  just  below  5  microns  to  well  above  8  micron  wave¬ 
length.  In  our  preliminary  experiments,  nearly  two  hundred  individual  vibra¬ 
tional-rotational  transitions  between  5  and  6.5  microns  have  been  observed. 

A  more  systematic  evaluation  of  sealed-off  CO  lasers  is  presently  under  way. 

A  variety  of  master  and  replica  gratings  were  tested  prior  to  their 
actual  use  in  lasers.  At  least  some  of  the  grating  families  gave  remarkably 
good  and  reproducible  performance.  About  94  *  3%  reflectivity  into  first  order, 
very  little  loss  and  scattering,  and  grating-to-grating  reproducibility  (as  a 
function  of  wavelength)  within  the  tolerances  of  measuring  equipment  char¬ 
acterized  the  better  diffraction  gratings. 

The  modular  nature  of  our  laser  design  also  allows  the  inclusion  of 
gas  absorption  cells  within  the  otherwise  standard  stable  laser  structure. 

Such  absorption  cells  have  been  used  to  perform  standing  wave  saturation 
resonance  experiments^  which  in  turn  lead  to  the  long-term  frequency  stabi¬ 
lization  and  to  the  measurement  of  pressure  shift  and  pressure  broadening  in 
(8) 

CO2  lasers v  1 .  A  more  detailed  description  of  the  standing  wave  saturation 
resonance  experiments  will  be  given  in  another  section  of  this  paper. 


III.  SHORT-TERM  STABILITY  MEASUREMENTS 


Figure  A  shows  the  real  time  power  spectrum  of  the  beat  signal  between 
two  free  running  lasers,  similar  to  the  one  shown  in  Figure  1.  The  frequency 
scale  of  Figure  4  is  500  Hz/cm;  this,  of  course,  indicates  that  the  optical 
frequencies  of  the  two  lasers  producing  the  beat  note  was  offset  by  less 

3 

than  3  x  10  Hz.  The  discrete  modulation  sidebands  are  primarily  due  to  line 
frequency  harmonics,  fan  noise  and  slow  drift;  however,  each  spectral  line 
is  generally  within  the  10  Hz  resolution  bandwidth  of  the  spectrum  analyzer. 

The  measurement  of  the  spectral  width  was  limited  to  10  Hz  resolution  by  the 
0.1  sec  observation  time  due  to  instrumentation  and  not  by  the  laser  stability 
itself.  As  a  matter  of  fact,  this  picture  was  taken  during  normal  working  hours 
in  a  second  floor  room  of  our  laboratory.  A  simple,  fiberglass  lined  plywood 
box  was  used  for  the  acoustic  shielding  of  the  lasers,  and  the  entire  experi¬ 
mental  setup  rested  on  a  two  ton  granite  slab  floating  on  air  mounts.  Since 

13 

the  10um  wavelength  of  CO^  lasers  corresponds  to  3  x  10  Hz  operating 

frequency,  the  10  Hz  linewidth  indicates  a  frequency  stability  of  better 
13 

than  2  parts  in  10  .  The  10  Hz  linewidth  of  Figure  4  implies  among  other 

things,  that  effective  movements  of  the  mirrors  constituting  the  laser 

-3 

cavities  had  to  be  less  than  10  Angstroms  during  the  100  millisecond 
observation  time  associated  with  the  spectrum.  Probably  at  least  an  order 
of  magnitude  improvement  of  the  open  loop  frequency  stability  implied  by 
Figure  4  could  be  obtained,  if  required,  with  the  best  presently  available 
power  supplies  and  without  special  modifications. 

In  most  experiments,  neither  acoustic  shielding  nor  shock  mounting  were 
used.  Figure  5  shows  a  typical  spectrum  analyzer  display  of  the  beat  signal  of 
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two  lasers  operating  without  any  acoustic  or  vibration  shielding.  One  of 

the  lasers  had  a  IS  watt  grating-controlled  output,  and  the  power  supplies 

used  in  obtaining  Figure  5  exhibited  more  than  two  orders  of  magnitude 

larger  peak-to-peak  ripple  than  the  ones  used  for  Figure  4.  Even  though 

the  frequency  jitter  displayed  in  Figure  5  was  approximately  3  x  10^  Hz, 

the  frequency  stability  was  more  than  adequate  to  obtain  the  resolution 

(9) 

required  for  most  experiments  . 

In  spite  of  the  excellent  short-term  stability  of  CO^  lasers,  the 
relatively  broad  gain  profile  of  the  inverted  population  (amplifying  medium) 
allows  Jaser  operation  to  occur  anywhere  within  an  approximately  40  MHz 
frequency  range  centered  around  the  oscillating  transition.  In  many  appli¬ 
cations  it  is  therefore  desirable  to  find  a  narrow  reference  line  within  the 
operating  frequency  range  of  the  laser,  in  order  to  compare  and/or  frequency 
lock  the  laser  to  this  reference.  Also,  the  short-term  stability  is  optimum 
if  the  laser  output  is  near  the  center  frequency  of  the  oscillating  transi¬ 
tion  where  the  influence  of  external  disturbances  is  minimum.  Another 
problem  may  arise  in  laser  amplifiers  driven  by  a  stable  oscillator  because 
there  may  be  significant  differences  in  operating  pressures  along  the  master- 
oscillator  amplifier  chain.  In  this  application,  system  performance  may 
significantly  depend  on  precise  knowledge  of  both  pressure  broadening  and 
pressure  shift.  Determination  of  pressure  shift  again  requires  some  stable 
reference  for  comparison  purposes. 

The  next  section  will  present  pressure  shift  and  long-term  stabiliza¬ 
tion  experiments,  which  utilized  the  standing  wave  saturation  resonance 
obtained  with  room  temperature,  lcr  pressure,  CO2  absorption  cells  within 
the  laser  cavitv. 


IV.  STANDING  WAVE  SATURATION  RESONANCE  EXPERIMENTS 

In  a  previous  publication^^  some  of  the  preliminary  data  on  standing 
wave  saturation  resonance  were  reported.  This  paper  will  only  briefly  mention 
previously  published  results. 

Figure  6  illustrates  the  standing  wave  saturation  resonance  experiment. 
Within  a  tunable,  sealed-off,  single  frequency  00^  laser  oscillator  indicated 
by  the  amplifying  medium  and  the  two  cavity  mirrors,  we  put  an  absorption 
cell  which  is  separated  by  a  Brewster-angle  window  from  the  active  discharge. 

In  the  experiment  low  pressure,  room  temperature  (X^  serving  as  the 
saturable  absorber,  is  subjected  to  the  standing-wave  field  of  the  laser 
cavity,  wich  the  laser  oscillating  in  a  single  preselected  transition  anywhere 
between  9  and  lx  microns.  The  saturation  effect  is  detected  by  observing  the 
change  in  the  intensity  of  the  entire  collisionaXlv  coupled  4.3u  spontaneous 
emission  band  as  the  laser  frequency  is  tuned  across  the  Doppler  profile  of 
the  corresponding  lOy  absorption  line.  With  a  strong  laser  saturation  field 
the  intensity  of  the  4.3u  emission  from  the  C09  absorber  gas  decreases 
resonantly  by  as  much  as  about  25%  of  the  total  4.3u  signal  when  the  laser 
frequency  v  is  tuned  within  a  frequency  interval  corresponding  to  the  homogen¬ 
eous  width  of  the  absorber  and  centered  with  the  absorber's  Doppler  profile. 

The  alternate  method  of  detection  the  standing  wave  saturation  reso¬ 
nance  of  CO^  directly  in  the  lOu  output  power  of  the  laser,  known  as  inverted 
Lamb  dip,  would  yield  a  fractional  change  which  is  orders  of  magnitude  smaller 
than  the  resonant  change  in  the  4.3u  radiation.  Thus,  the  measurement  and 
utilization  of  the  inverted  Lamb  dip  resonance  on  the  lOp  laser  output  requires 
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a  combination  of  relatively  long  absorption  path,  higher  pressure  and  heating 
of  the  CC>2  absorber  gas. 

The  relative  weakness  of  the  lOy  inverted  Lamb  dip  saturation  resonance 
is  due  to  the  very  low  absorption  coefficient  of  room  temperature  CC^  at  lOu 
wavelength;  this  may  be  explained  by  the  energy  level  diagram  of  CO^  shown 
in  Figure  7.  A  particular  preselected  P  or  R  branch  oscillation  corresponds 
to  a  transition  between  a  single  rotational  level  of  the  (001)  upper  vibra¬ 
tional  state  and  another  single  rotational  level  of  the  (100)  or  (020)  lower 
vibrational  state.  As  Figure  7  shows,  the  lower  state  vibration-rotational 
levels  of  the  CO^  laser  transition  belong  to  a  hot  band  and  not  the  ground 
state.  This  explains  the  exceedingly  low  absorption  coefficient  of  low 
pressure  room  temperature  (X>2  at  10y  and  the  resulting  difficulty  in  observing 
or  utilizing  the  inverted  Lamb  dip  resonance  directly  in  the  full  power  out¬ 
put  of  the  CO^  laser.  In  our  experiments  the  saturation  effect  is  detected 
by  observing  the  change  in  the  intensity  of  the  4.3u  spontaneous  side  emission 
over  the  entire  (001)  -  (000)  transition  band  as  the  laser  frequency  is  tuned 
across  the  Doppler  profile  of  the  corresponding  10u  absorption  line.  The 
change  in  the  entire  band  is  due  to  the  fact  that  a  radiation-induced  change 
in  the  population  of  an  individual  rotational  level  is  accompanied  by  a  change 
in  the  populations  of  all  rotational  levels  of  the  same  vibrational  state; 
this  is  caused  by  the  coupling  among  the  rotational  levels,  which  tends  to 
maintain  a  thermal  population  distribution. 

Figure  8  shows  a  close-up  photograph  of  two  lasers  operating  side  by 
side.  In  the  laser  nearest  to  the  foreground,  the  gas  cell  is  visible  to 
the  right  of  the  approxiraatley  20  cm  long  active  discharge.  A  shielded. 
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Fig.  7.  C02  energy  level  diagram. 


Fig.  8.  0.5  meter  It _ -  with  internal  absorption  cell 

for  standing  wave  saturation  resonance  experiments. 
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liquid  nitrogen  cooled  indium  antinonide  detector  measuring  the  4.3u  spontaneous 
emission  is  also  visible  above  the  gas  cell.  In  order  to  reduce  the  broadband 
background  radiation,  the  detector  is  at  the  center  of  curvature  of  a  gold 
coated  spherical  mirror  which  is  internal  to  the  gas  absorption  cell.  Orders 
or  magnitude  increase  both  in  signal  and  signal-to-noise  ratio  could  be 
obtained  with  more  sophisticated  absorption  cell  and  detector  arrangements. 

The  total  effective  absorption  path  within  the  gas  cell  is  approxi¬ 
mately  3  cm.  We  have  obtained  systematic  data  for  CO^  pressures  between 
.005  Torr  and  0.8  Torr,  with  laser  power  outputs  ranging  from  microwatts  to 
a  few  hundred  milliwatts. 

In  order  to  obtain  accurate  data,  the  second  laser  in  the  background 
of  Figure  8  is  operated  at  a  fixed  frequency  and  its  output  is  heterodyned 
with  the  slowly  tuned  laser  incorporating  the  absorption  cell;  the  beat  note 
of  the  two  lasers  in  conjunction  with  a  frequency  discriminator  is  utilized 
to  provide  the  frequency  calibration  of  our  experimental  results. 

Figure  9  shows  a  typical  recorder  tracing  of  the  observed  4.3y 
intensity  change  as  the  laser  frequency  is  tuned  across  the  10.59p  P(20)  line 
profile  with  0.02  Torr  pressure  of  CO^  absorber  gas.  The  standing  wave 
saturation  resonance  appears  in  the  form  of  a  narrow  resonant  20%  "dip"  in 
the  4.3u  signal  intensity  as  the  laser  frequency  is  tuned  acros.  the  center 
frequency  of  the  absorbing  transition's  Doppler  profile.  The  broad  back¬ 
ground  curve  is  due  to  the  laser  power  variations  as  the  frequency  is  swept 
within  its  oscillation  bandwidth.  The  peak  laser  power  occurs  at  a  frequency 
slightly  shifted  (about  0.33  MHz)  from  the  center  frequency  of  the  corresponding 
low  pressure  absorbing  line  due  to  the  pressure  shift  of  the  laser  transition. 


The  laser  was  filled  with  2  Torr  Ct^*  2  Torr  N^>  and  7  Torr  He  partial  pres¬ 
sures.  In  order  to  better  illustrate  the  pressure  shift  shown  on  Figure  9, 
we  purposefully  operated  the  laser  at  only  about  0.5  milliwatt  output  power 
for  this  particular  curve.  At  higher  laser  powers  the  4.3u  signal  response 
background  curve  would  be  much  broader  and  the  frequency  shift  of  the  resonant 
dip  would  not  be  as  apparent  to  the  eye.  Figure  9  implies  a  pressure  shift 
of  less  than  100  Hz/millitorr  for  the  10.59u  P(20)  CO^  transition;  a  very 
small  pressure  shift  is  of  course  desirable  for  clock  applications.  The 
pressure  shift  is  determined  more  accurately  by  including  two  independent 
absorption  cells  within  the  optical  cavity  of  a  grating-controlled  laser. 

Figure  10  is  a  photograph  of  such  a  twin-absorption  cell  assembly,  prior  to 
installation  in  the  laser  cavity.  A  separate  detector-amplifier  channel  is 
used  with  each  individual  cell. 

The  pressure  shift  is  measured  by  filling  the  two  cells  with  the 
absorbing  gases  at  different  pressures.  Figure  11  illustrates  typical  experi¬ 
mental  data  obtained  by  this  technique.  The  absorption  cells  were  filled  to 
0.03  and  0.280  Torr  CC^  gas  pressure  respectively,  and  the  laser  was  tuned 
across  the  9.55u  P(20)  laser  transition.  The  different  widths  of  the  two 
curves  in  Figure  11  clearly  demonstrate  pressure  broadening;  however,  the 
rather  small  pressure  shift  in  (X^  cannot  be  easily  measured  from  the  relative 
displacement  of  such  broad  minima  as  exhibited  by  the  two  curves  of  Figure  11. 
To  more  accurately  determine  pressure  shift,  and  also  for  frequency  stabiliza¬ 
tion,  it  is  convenient  to  obtain  the  derivative  of  the  4.3p  emission  signal 
as  a  function  of  frequency.  This  4.3  signal  derivative  may  be  readily  obtained 
by  modulating  the  laser  frequency  by  a  small  amount  as  we  slowly  tune  across 
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the  resonance  in  the  vicinity  of  the  absorption  line  center  frequencies. 

With  the  use  of  standard  phase-sensitive  detection  techniques  we  can  then 
obtain  the  4.3u  signal  derivative  as  demonstrated  for  instance  by  Figure  12; 
this  figure  shows  the  4.3jj  derivative  signal  as  a  function  of  laser  tuning 
also  near  the  center  frequency  of  9.55y  P(20)  transition.  In  order  to  demon¬ 
strate  resproducibility  (by  the  similarity  of  the  two  4.3u  derivative  signals), 
identical,  0.05  Torr  CO^  pressure  fill  was  used  in  both  absorption  cells  to 
obtain  Figure  12.  Note  that  the  parallel  shift  of  the  two  curves  is  due  to 
the  intentional  offset  between  the  two  recorder  pens,  and  does  not  in  any 
way  signify  pressure  shift. 

The  4.3y  signal  derivative  shown  in  Figure  13  illustrates  its  use  as 
a  frequency  discriminator.  The  vertical  scale  is  linear,  with  0-voltage  at 
the  center  corresponding  to  vq  on  the  horizontal  frequency  scale.  Any 
deviation  from  the  center  frequency  vq  yields  a  positive  or  negative  phase 
detector  output  signal  which  may  then  be  utilized  in  a  feedback  servo-loop. 

The  approximately  straight  line  running  diagonally  across  Figure  13  is  the 
frequency  calibration  signal  obtained  by  heterodyning  the  10. 6y  output  of  one 
laser,  slowly  tuned  across  the  absorption  profile,  with  the  10. 6u  output  of 
the  fixed  frequency  reference  laser,  as  previously  discussed.  Figure  14 
shows  a  block  diagram  of  the  experimental  arrangement  used  in  some  of  these 
measurements . 

The  width  of  the  standing  wave  saturation  resonance  is  usually 

dominated  by  collision  broadening  typically  above  100  millitorr  in  our  experi- 
(7) 

meats  .  In  this  relatively  high  pressure  region  the  saturation  resonance 
width  is  linearly  proportional  to  pressure,  and  our  measured  results  are  in 


Fig.  12.  4.3p  derivative  signals  resulting  from  tha  9.55p  P(20) 

saturating  laser  transition  as  a  function  of  laser  tuning  with 
two  absorption  cells  within  the  laser  cavity. 
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Fig.  13.  4.3p.  derivative  signal  resulting  from  the  10,59p.  P(20) 

saturating  laser  transition  as  a  function  of  laser  tuning. 


excellent  agreement  with  the  7.6  MHz/Torr  figure  predicted  by  others  from 
independent  measurements  of  the  absorption  coefficient  in  relatively  high 
pressure  CC^  gas  cells  ^  ^ .  For  purposes  of  frequency  reference  and  long¬ 

term  stabilization,  we  are  of  course  much  more  interested  in  the  low  pressure 
region  of  the  resonance  where  the  measured  linewidths  are  narrow.  In  the 
limit  of  very  low  gas  cell  pressures,  the  linewidth  is  determined  by  power 
broadening  and  by  the  molecular  transit  time  across  the  diameter  of  the 
incident  beam.  The  two  superimposed  curves  shown  in  Figure  15  clearly  demon¬ 
strate  the  effect  due  to  saturation  of  the  absorption  line.  Laser  power  was 
the  only  parameter  that  was  changed  between  the  observation  of  the  individual 


curves . 


In  these  preliminary  experiments  half  widths  as  low  as  200  kHz  have 
been  observed.  With  the  use  of  larger  diameter  laser  beams,  the  limiting 
widths  due  to  both  power  and  transit  time  broadening  can  be  considerably 


reduced . 


We  have  utilized  the  frequency  discriminator  characteristics  of  the 
standing  wave  saturation  resonances  in  conjunction  with  automatic  feedback 
controls  to  stabilize  the  laser  frequencies  at  the  line  profile  centers  of 
the  various  absorbing  transitions. 

Figure  16  shows  a  block  diagram  of  our  preliminary  frequency  stabiliza¬ 
tion  experiment.  Two  of  the  lasers  are  independently  locked  to  the  CO^ 
absrvption  profile  centers.  Each  of  the  locked  lasers  is  heterodyned  with  a 
third  laser  which  is  entirely  free  running.  The  resulting  beat  signals  are 
fed  to  two  discriminators,  and  the  discriminator  outputs  are  compared  in  a 
differential  amplifier.  By  displaying  the  differential  amplifier  output  and 
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Cell  pressure  —  0.05  Torr 


Fig.  15.  Power  broadening  of  the  absorption  line  indicated  by  th 
Increased  line  width  for  the  higher  saturating  laser  power  output 


stabilization  experiment. 


one  of  the  discriminator  outputs  on  a  two-pen  chart  recorder,  we  get  a 
measure  of  long-term  stability  of  both  the  free  running  and  the  stabilized 
lasers.  Figure  17  illustrates  a  20  minute  segment  of  a  recording  which 
lasted  several  hours.  The  vertical  scale  of  the  upper  trace  is  100  kHz/cm, 
and  such  recordings  indicate  that  1  part  in  10  open  loop  long-term 
stability  can  be  achieved  for  many  hours  after  some  initial  warm-up  period. 

The  vertical  scale  of  the  lower  trace  has  been  expanded  to  20  kHz/cm 
and,  as  the  figure  indicates,  a  long-term  stability  of  1  part  in  10  ^  has 
been  achieved  even  with  our  first  rather  rudimentary  closed- loop  setup;  very 
slowly  responding  power  supplies  and  30  second  feedback  time  constants  were 
used  to  obtain  the  result  shown  in  Figure  17. 

With  the  utilization  of  appropriately  designed  servo  loops  and  with 
more  sophisticated  experimental  arrangement  at  least  two  to  three  orders 
of  magnitude  improvement  in  long-term  and  even  better  short-term  stability 
should  be  achieved. 
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